Adherence of oral streptococci to nanostructured titanium surfaces  by Narendrakumar, Krunal et al.
d e n t a l m a t e r i a l s 3 1 ( 2 0 1 5 ) 1460–1468
Available  online  at  www.sciencedirect.com
ScienceDirect
jo ur nal ho me  pag e: www.int l .e lsev ierhea l th .com/ journa ls /dema
Adherence  of  oral  streptococci  to nanostructured
titanium surfaces
Krunal Narendrakumara,1, Mukta Kulkarnib,1, Owen Addisona,
Anca  Mazarec, Ita Junkard, Patrik Schmuki c, Rachel Sammonsa,∗,
Alesˇ  Iglicˇ b
a School of Dentistry, University of Birmingham, St Chad’s Queensway, Birmingham B4 6NN, UK
b Laboratory of Biophysics, Faculty of Electrical Engineering, University of Ljubljana, Ljubljana SI-1000, Slovenia
c Department of Materials Science and Engineering, Chair of Surface Science and Corrosion,
University of Erlangen–Nuremberg, WW4-LKO, Erlangen, Germany
d Jozˇef Stefan Institute, Jamova cesta 39, Ljubljana SI-1000, Slovenia
a  r  t  i  c  l  e  i  n  f  o
Article history:
Received 23 May 2015
Received in revised form
15  July 2015
Accepted 21 September 2015
Keywords:
TiO2
Anodization
Nanotexture
Dental implant
Antimicrobial
Peri-implantitis
a  b  s  t  r  a  c  t
Objectives. Peri-implantitis and peri-mucositis pose a severe threat to the success of dental
implants. Current research focuses on the development of surfaces that inhibit bioﬁlm for-
mation while not inferring with tissue integration. This study compared the adherence of
two oral bacterial species, Streptococcus sanguinis and Streptococcus mutans to nanostructured
titanium surfaces.
Methods. The samples included TiO2 nanotubes formed by anodization of titanium foil of 100,
50  and 15 nm diameter (NT15, NT50, NT100), a nanoporous (15 nm pore diameter) surface
and  compact TiO2 control. Adherent surviving bacteria were enumerated after 1 h in an
artiﬁcial saliva medium containing bovine mucin.
Results. Lowest numbers of adherent bacteria of both species were recovered from the orig-
inal  titanium foil and nanoporous surface and highest numbers from the Ti100 nanotubes.
Numbers of attached S. sanguinis increased in the order (NT15 < NT50 < NT100), correlated
with  increasing percentage of surface ﬂuoride. The lowest adhesion of S. sanguinis and
S.  mutans on TiO2 nanostructured surfaces was observed for small diameter nanoporous
surfaces which coincides with the highest osteoblast adhesion on small diameter nanotubu-lar/nanoporous surfaces shown in previous work.
Signiﬁcance. This study indicates that the adherence of oral streptococci can be modiﬁed by
 andtitanium anodization
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.  Introduction
he reported success rates of dental implants are high when
onsidered solely in terms of initial implant osseointegra-
ion, however there is unpredictability in the initial generation
nd subsequent stability of the peri-implant soft tissue archi-
ecture over the lifetime of the implant [1]. The adherence
nd proliferation of potentially pathogenic bacteria on Ti
mplant surfaces has been directly linked to the peri-implant
nﬂammatory changes which occur and may be limited to
he soft-tissues (mucositis) or associated with progressive
oss of osseointegration (peri-implantitis) [2]. The results of
 review of the frequency of peri-implant diseases involv-
ng a meta-analysis of 504 studies with 1497 participants and
283 implants suggested that 63.4% of the participants and
0.7% of implants suffered from peri-implant mucositis and
8.8% participants and 9.6% of implants were affected by peri-
mplantitis [3]. As the number of dental implants increases
n the population, peri-implant disease is likely to become
 particularly signiﬁcant burden for patients and healthcare
roviders alike. This is of particular signiﬁcance in the elderly
here a loss of manual dexterity and a decreased salivary
ow predisposes to poor hygiene around dental implant ﬁx-
ures leading to an increased risk of peri-implant disease
1]. Consequently, contemporary research is focusing on the
evelopment of surfaces to facilitate osseointegration [4,5], as
ell as to support the formation of a healthy cuff of keratinized
ucosa around the implant abutment, providing a barrier to
revent the passage of microorganisms into the underlying
onnective tissues [6–8].
Nanotexturing is being widely explored as a means of
ncouraging cellular attachment and techniques include
he incorporation of nanoparticulates and modiﬁcation of
anoscale surface topography to encourage cell adhesion and
nhibit bacterial attachment and bioﬁlm formation [8–11].
In the past, several methods have been developed to
roduce nanoscale structures on Ti surfaces and electro-
hemical anodization of Ti is a powerful tool to control
anoscale architecture for surface modiﬁcation. To improve
he biological, chemical, and mechanical properties of the
iomaterial, signiﬁcant research has been carried out to ﬁnd
ore  suitable topologies which could present improved biop-
rformance (reviewed by Kulkarni et al. [12]). Titanium dioxide
TiO2) nanotubes can be easily synthesized by electrochemi-
al anodization of Ti using a two electrode electrochemical
ell, and the electrochemical formation of self-organized TiO2
anotubes layers in dilute ﬂuoride containing electrolytes has
een studied intensively [13–16]. It was shown that the water
ontent in the electrolyte is the critical factor that deter-
ines whether self-ordered oxide nanotubes or nanopores
re formed during the electrochemical anodization, and it is
hought that tube formation originates from ordered porous
xide by a “pore-wall-splitting” mechanism [17]. By tailoring
he anodization parameters (applied voltage, anodization time
nd concentrations of chemicals) TiO2 nanotubes of different
iameters from 15 nm to 300 nm and different lengths can be
btained [18,19]. Osteoblast adhesion to TiO2 nanotubes has
een shown to be dependent on tube diameter [20,21]. Peng
t al. [22] found that osteoblast adhesion was enhanced, and 0 1 5 ) 1460–1468 1461
Staphylococcus epidermidis adhesion and proliferation reduced
on 80 nm compared with 30 nm diameter TiO2 tubules and
smooth controls. They concluded that the effect was due to
a combination of surface chemistry (ﬂuorine content), surface
roughness and wettability. Gongadze, et al. [20,23] similarly
reported that osteoblasts adhered better to 15 nm diameter
nanopores/nanotubes than 100 nm diameter nanotubes [12].
However, the effect of such surface modiﬁcations on attach-
ment of oral bacteria has not been reported. In the present
work, the effect of different nanostructured Ti surface on the
adherence of two oral Streptococcal species, S. sanguinis and
Streptococcus mutans that coexist in oral bioﬁlms was investi-
gated. S. sanguinis is a primary colonizer of oral plaque and
although S. mutans is primarily associated with dental caries,
both species have been identiﬁed in association with dental
implants [24–27].
2.  Materials  and  methods
2.1.  Preparation  of  Ti  nanotextured  surfaces
Ti foils of 0.1 mm thickness and 99.6% purity were used
for preparation of different nanostructures. Prior to two-step
anodization, Ti foils were degreased by successive ultrasoni-
cation in acetone, ethanol and deionized (DI) water for 5 min
each and dried in a nitrogen stream. The two-steps anodiza-
tion (leading to a pre-patterning of the surface) was carried
out to achieve nanostructures with higher uniformity and less
defects (as a result of using the pre-patterned substrate in
the second anodization). All anodization experiments were
performed at room temperature, in a two-electrode system
with Ti foil as the anode and platinum gauze as the cath-
ode, with a working distance of 15 mm.  Brieﬂy, in the ﬁrst
step, Ti foils were anodized in ethylene glycol based electrolyte
with 1 M H2O and 0.1 M NH4F at 35 V for 2 h. Nanotubes grown
in this ﬁrst step were removed by ultrasonication to get a
pre-patterned surface which was then cleaned by successive
ultrasonication in acetone and ethanol and used as a substrate
for the second step [12]. In the second step, nanostructures
were grown in ethylene glycol (EG) based electrolytes con-
taining hydroﬂuoric (HF) acid and water (H2O) with speciﬁc
chemical compositions as shown in Table 1. After the anodiza-
tion, the nanostructures formed were immersed in ethanol
for 2 h to remove all organic components from the electrolyte,
washed with distilled water and dried in a nitrogen stream.
2.2.  Surface  characterization  of  Ti  nanostructures
The morphology of the TiO2 nanostructures was observed
using a ﬁeld-emission scanning electron microscope – Hitachi
FE-SEM S4800 operating at an accelerating voltage of 10.00 kV
at 8 mm working distance.
2.3.  Atomic  Force  Microscopy  (AFM)Topographic features of Ti-foil and Ti-nanostructured surfaces
were measured by atomic force microscopy (AFM, Solver PRO,
NT-MDT, Russia). All the measurements were conducted in
tapping mode in air. Samples were scanned with the standard
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Table 1 – Anodization conditions used to create the different Ti surface nanostructures (NP: nanopores, NT: nanotubes).
Ti surface/NP/NT diameter Electrolyte Potential used Anodization time
Compact oxide 1 M phosphoric acid 20 V 15 min
NP 15 nm EG + 6 M water + 0.2 M HF 10 V 1 h
.2 M HF 10 V 2.5 h
.2 M HF 20 V 2.5 h
.2 M HF 58 V 2.5 h
Fig. 1 – The incubation procedure for bacterial adhesion
tests. Test surfaces were  inverted onto droplets of a
bacterial suspension in artiﬁcial saliva on microscopeNT 15 nm EG + 8 M water + 0
NT 50 nm EG + 8 M water + 0
NT 100 nm EG + 8 M water + 0
Si cantilever with a force constant of 22 N/m and at a reso-
nance frequency of 325 kHz (using a tip radius of 10 nm and a
tip length of 95 m).
2.4.  XPS  Analysis  of  the  surfaces
XPS analysis was conducted by Midlands Surface Analysis Ltd,
Aston University, Birmingham, in a Thermoﬁsher ESCALAB
250 electron spectrometer equipped with a hemispherical sec-
tor energy analyzer. A monochromatic Al K X-ray source
was used for analysis to enhance the resolution. At source
excitation energy of 15 KeV, an emission current of 6 mA;  an
analyzer pass energy of 20 eV with step size of 0.1 eV and a
dwell time of 50 ms  were used throughout the experiments.
The base pressure within the spectrometer during examina-
tions always exceeded 5 × 10−10 mbar, ensuring that all signals
recorded were from the sample surface. The area of analysis
was 500 m diameter. XPS survey scans were ﬁrst recorded for
each region examined and then narrow region energy scans
were performed for all the elements identiﬁed on the sur-
face to determine the chemical state of the speciﬁc element
identiﬁed. To improve statistics, multiple scans were used
throughout for all the constituents in the surface.
2.5.  Surface  wettability
Contact angle measurements were obtained with a Digidrop
contact angle meter (GBX, Digidrop Romans Sur Isère, Drôme,
France). HPLC grade distilled water (Y = 72.8 mN m−1) 2–2.5 L
droplets were deposited onto each sample surface at room
temperature. Contact angles of ﬁve drops per sample on
3 samples were analyzed and results are expressed as
mean ± SD of the 15 measurements.
2.6.  Bacterial  adhesion
A fresh colony of S. sanguinis GW2  or S. mutans 3209 was used
to inoculate 10 ml  of artiﬁcial saliva [28] and was then incu-
bated with agitation for 24 h in an anaerobic work station
(Mini-MAC, Don Whitley Scientiﬁc) at 37 ◦C in an atmosphere
of 10% carbon dioxide, 80–85% nitrogen and 5–10% hydro-
gen for 24 h. Following vortex mixing to disperse aggregates,
the suspension was diluted 100 fold in fresh artiﬁcial saliva
to give approximately 2 × 107 colony forming units (cfu)/ml.
Two 5 l aliquots of the diluted suspension were pipetted onto
a sterilized microscope slide enclosed inside a Petri dish to
maintain humidity, and the Ti samples to be tested were
placed face-down onto the suspension (Fig. 1). The samples
were incubated for 1 h in the anaerobic work-station to allow
bacterial attachment. Four samples of each Ti surface con-
dition were used for each bacterium. Following incubationslides contained in a Petri dish as shown for 1 h.
the samples were rinsed by immersion in PBS three times to
remove loosely bound bacteria. Samples were then placed in
separate 7.0 ml  bijou tubes (50 mm × 20 mm)  containing 5 ml  of
sterile PBS. The containers were then placed in a sonic water
bath (Vitasonic, Bad Säckingen, Switzerland) for 10 min, and
vortex mixed for 15 s to detach the bacteria that had adhered to
the surfaces. 0.1 ml  of the sonicated and vortexed sample was
plated onto blood agar plates (BioMérieux, Hampshire, UK),
and incubated for 24 h in an anaerobic cabinet to obtain colony
counts.
2.7.  Statistical  analysis
Results were analyzed using Analysis of Variance followed by
post-hoc Tukey tests for multiple comparisons.
3.  Results
3.1.  Characterization  of  Ti  nanostructures  by  SEM  and
AFM
Speciﬁc diameters of TiO2 nanotubes were obtained by tailo-
ring various anodization parameters such as applied voltage,
anodization time and concentrations of chemicals etc. SEM
images of the surfaces of the TiO2 nanostructures are shown in
Fig. 2, presenting uniform open-top morphologies with no ini-
tiation layer or nanograss formation [29]. Furthermore, there
is a good control over the diameter size; the diameters for the
small diameter nanostructures are approximately 13 nm for
the nanopores and approximately 16 nm for the nanotubes;
here we  will refer to these samples as 15 nm nanopores or
nanotubes respectively.
AFM demonstrated signiﬁcant differences in the nanoto-
pography of the prepared Ti surfaces with the pristine Ti foil
exhibiting no speciﬁc topographic features (Fig. 3a). The nan-
otubular structures were detectable on the nanostructured
surfaces (Fig. 3b and c), however in the case of nanopores
and nanotubes of diameters below 50 nm the AFM tip could
not reach the inner side of the pore or tube and therefore
these structures appeared closed (Fig. 3b). Clear nanotubular
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Fig. 2 – SEM images of the upper surface of TiO2 nanostructures of different diameters: (a) 15 nm NP, (b) 15 nm NT, (c) 50 nm
NT, (d) 100 nm NT (NP: nanopores, NT: nanotubes), Scale bar: 500 nm.
Fig. 3 – AFM Images of Ti-nanostructures: Atomic Force Microscopy images of the (a) pristine Ti foil, (b) the 15 nm diameter
nanopore prepared Ti surface and (c) the 100 nm diameter nanotubular surface.
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Table 2 – Results of XPS analyses for elemental (atomic) concentration (%) of the nanopore (NP), nanotube (NT), compact
oxide (CO) and Ti foil surfaces.
Ti surface/NP/NT diameter Atomic concentration (%) F/Ti ratio
F Ti C O N Si Ca P Cl
NP 1.6 16.5 34.6 45.8 0.7 0.7 – – – 0.10
NT15 3.1 15.8 36.2 44.0 0.5 0.4 – – – 0.20
NT50 5.8 19.4 24.0 50.2 0.4 0.3 – – – 0.30
51.4
57.9
40.6NT100 7.0 20.4 20.7 
CO – 16.4 18.9 
Ti foil – 17.9 37.3 
structures were observed in the case of the 100 nm nanotube
Ti surface (Fig. 3c).
3.2.  XPS  analysis
Fluorine (F) was detected in the surfaces of the nanoporous
and nanotubular samples, increasing in concentration in the
order NP→NT15→NT50→NT100. The F was probably in the
form of a ﬂuoride (TiF4) and Ti was present mainly as TiO2.
Nitrogen (N) was detected from a C–N bonded species and
silicon (Si) from a silicone, except in sample NT100, where it
was absent. In the compact oxide sample (CO), Ti was present
mainly as TiO2, nitrogen as a C–N bonded group and phos-
phorus (P) as a phosphate (Table 2). Both C–O and O C–O
components consistently increased in the nanotubular sam-
ples in the order NT15→NT50→NT100. In the Ti Foil samples
there was a substantial carbide component (Table 3), exist-
ing as TiC; while N was present as C–N and as a nitride, Si as
silicone and Ca as CaCO3.
3.3.  Wettability
Water contact angles were measured on the prepared Ti sur-
faces (Fig. 4). All the samples were hydrophobic with contact
angles >60◦ and the compact oxide had the lowest contact
angle of 60.8 ± 9.0. The nanoporous surface was the most
hydrophobic, with a contact angle of 120 ± 1.0, followed by the
nanotubular surfaces: NT 15 > NT 50 > NT100. Only NT100 was
slightly more  hydrophilic than Ti foil.
3.4.  Bacterial  adhesionAdherence of S. sanguinis and S. mutans on TiO2 nanostruc-
tures is shown in Figs. 5 and 6. Lowest numbers of cfu
of both species were recovered from the original titanium
Table 3 – Results of XPS analyses for C components (%) of the n
surfaces.
Ti surface/NP/NT diameter 
C–C C–O 
NP 78.1 14.6 
NT15 81.6 11.7 
NT50 74.1 18.1 
NT100 61.0 29.2 
CO 66.1 12.7 
Ti foil 64.9 6.0  0.5 – – – – 0.34
 1.7 – – 5.1 – –
 2.5 0.8 0.7 – 0.3 –
foil and the nanoporous surface and highest numbers from
the NT100 nanotubes. In the case of S. sanguinis num-
bers of cfu on the nanotubular arrays decreased in the
order NT100 > NT50 > NT15, with signiﬁcantly higher numbers
recovered from NT100 in comparison with NT50 (P < 0.01) and
NT15 (P < 0.05) (Fig. 5). The pattern was similar with S. mutans,
in that the NT100 surface showed the highest level of attach-
ment and in this case equal numbers of cfu were recovered
from NT15 and NT50 and similar numbers from the original
foil, compact oxide and nanoporous surfaces (Fig. 6).
4.  Discussion
Dental implants have been speciﬁcally designed to either have
roughened surfaces to encourage cellular (mainly osteoblast)
interactions or smooth surfaces to facilitate cleaning meas-
ures. However surface roughening also increases the surface
area available for microbial attachment. From a systemic
review of 24 papers Teughels et al. [30] found a clear rela-
tionship between increasing surface roughness and plaque
formation and concluded that on rough surfaces bacteria
are better protected against displacing shear forces and as
a result bioﬁlms are able to mature. Furthermore the undis-
turbed plaques on the rough surfaces were able to harbor
more  complex bioﬁlms consisting of rods, motile organisms
and spirochetes [2].
Previous reports have shown that Ti nanostructured sur-
faces containing speciﬁc topographies can promote the
adhesion and differentiation of osteoblasts and other types
of eukaryotic cells while suppressing or promoting the adhe-
sion of bacteria [31]. Experiments with anodized samples
with 15 and 100 nm diameter nanotubular surfaces, similar
morphologies with the samples used in the current study
demonstrated that more  osteoblasts adhered to 15 nm diam-
eter nanotubes than to 100 nm ones [23,32–34]. A nanotube
anopore (NP), nanotube (NT), compact oxide and Ti foil
Atomic %
O C–O C–N Carbide
5.2 2.2 –
4.9 1.8 –
6.1 1.7 –
7.1 2.8 –
12.2 9.0 –
5.0 3.0 21.1
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Fig. 4 – Mean water contact angles and associated standard deviations obtained on the nanopore (NP), compact oxide (CO)
a ts we
d
m
s
t
s
o
r
s
a
i
a
a
o
w
t
t
f
d
t
F
n
h
bnd Ti foil (TiF) and nanotube (NT) surfaces (n = 15). All resul
iameter of 15–30 nm seemed to favor adhesion of mam-
alian cells of several different kinds including mesenchymal
tem cells, osteoblasts and osteoclasts, and it was suggested
hat this may reﬂect optimal 10 nm clustering of integrins on a
urface with this spacing [34]. It is becoming clear that in terms
f attachment, the size of the bacteria and mammalian cells in
elation to the dimensions of pits, pores and crevasses in the
urface is important, as well as differences in surface energy
nd composition. The formation of a proteinaceous condition-
ng ﬁlm may mask some topographical features but protein
dsorption is itself governed by physicochemical properties
nd the proteins may present functional groups that enhance
r inhibit attachment (reviewed by Neoh et al. [5]).
Here we  have shown that in the presence of artiﬁcial saliva,
hich contains the protein mucin as a component, anodiza-
ion actually appeared to increase adhesion compared with
he original titanium foil but on the anodized nanotubular sur-
aces more  streptococci of both species adhered to the 100 nm
iameter nanotubes than to those of smaller diameter and
o the 15 nm nanoporous surface. This is in contrast to other
ig. 5 – Adhesion of S. sanguinis (mean CFU/mL) on TiO2 nanostr
anotubes (NT). A one-way ANOVA and post-hoc Tukey test (  ˛ = 
igher than all the others (P < 0.01) and NT 50 was signiﬁcantly h
etween NT 50 and NT15 was only just signiﬁcant (P = 0.045). Othre  signiﬁcantly different from each other (p < 0.05).
studies with staphylococci on somewhat similar surfaces but
in different medium. For example, Peng et al. [22] demon-
strated that Staphylococcus epidermidis adhesion was reduced
on 80 nm diameter nanotubes in comparison with 30 nm ones,
while, in contrast, the adherence of osteoblast-like cells was
enhanced on the 80 nm nanotubular surface. Pucket et al. [35]
demonstrated that certain Ti surfaces with nanometer sized
features could promote osteoblast adhesion while reducing
attachment of staphylococcal and pseudomonas bacteria in
comparison with a conventional Ti surface over a 1 h attach-
ment period.
The reasons for the observed differences in streptococ-
cal attachment are currently not clear. Streptococci employ
a great variety of adhesion mechanisms and both species of
streptococci adhere to mucin components. It has recently been
shown that the 100 nm nanotubes have the highest surface
area and capacity for serum protein adsorption [36] and this
could be an important inﬂuence on both bacterial and cell
attachment meriting further investigation. Adherence of both
Gram negative and Gram positive bacteria has been shown to
uctures: Ti foil (TF), compact oxide (CO), nanopores (NP),
0.05) indicated that the NT100 mean was signiﬁcantly
igher than NP and TF (P = <0.01). However the difference
er pairwise comparisons were not signiﬁcant.
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Fig. 6 – Adhesion of S. mutans (mean CFU/mL) on TiO2 nanostructures: Ti foil (TF), compact oxide (CO), nanopores (NP),
nanotubes (NT). A one-way ANOVA and post-hoc Tukey tests (  ˛ = 0.05) identiﬁed that there was a signiﬁcant difference
between NT100 and all others but no signiﬁcant difference between NT15 and NT50 (P = 1). NT15, NT50 and CO were  not
signiﬁcantly different; nor were  CO, NP and TF (P > 0.05) but NT15 and NT50 were  signiﬁcantly higher than NP and TF
(P = 0.02 and P = 0.01, respectively).
increase with the ﬂuorine content of the surface [37]. XPS anal-
ysis conﬁrmed that the ﬂuoride content of the test surfaces
had increased during the anodization process resulting in
increasing concentrations in the order NT15 < NT50 < NT100. It
may be possible to reduce the ﬂuoride content by annealing at
400 ◦C [38], in order to better distinguish between topograph-
ical and chemical inﬂuences. At the moment it is impossible
to say whether enhanced adhesion of the streptococci on our
100 nm diameter surfaces was due to tubule diameter (surface
geometry) or to increased ﬂuoride (surface chemistry), their
effects on protein adsorption or other factors. It is often pro-
posed that surfaces exhibiting increased bacterial attachment
offer an increased surface area or surface energy for attach-
ment by increasing cell-surface contact area and providing
favorable binding energies [39]. However weak relationships
between surface roughness, surface topology and bacterial
adhesion are frequently reported [40] and it is suggested that
cell membrane distortion, cell shape, membrane stiffness and
the ability of bacteria to form chains all inﬂuence surface
adhesion on patterned surfaces [40,41].
According to Shin et al. [42], nanotube anodization is nor-
mally initially accompanied by a decrease in hydrophobicity
due to the formation of Ti(OH)4 which is hydrophilic. However,
the initial hydrophilicity may decrease over time due to oxi-
dation in air resulting in the replacement of Ti(OH)4, by TiO2,
which is hydrophobic and also due to carbon contamination,
which occurs after exposing titanium surface to the atmo-
sphere [38,42,43]. Differences in wettability were observed by
these authors within days of manufacture with hydropho-
bicity gradually increasing within a 3 month period. In our
study oxidation could well have occurred within the experi-
mental period: Bacterial adherence was tested after 2–4 weeks
of sample manufacture and contact angles determined and
XPS analysis carried out after approximately 6 weeks. The
presence of Ti as TiO2 (Ti4+ oxidation state) was conﬁrmed by
XPS surface analysis. Other factors that can inﬂuence wett-
ability include the height of the nanotubes [44] and surfaceroughness, due to entrapment of air [45]. However, in this case
we might expect the superior roughness of the NT100 sur-
face, revealed by the AFM images, to result in an increased
hydrophobicity in comparison with the smoother surfaces,
but the opposite was observed. It is important to note the
dynamic nature of nanotubular surfaces for further studies
however contact angle will change in the presence of saliva
due to protein adsorption [46] and the results of a previous
study of streptococcal adherence to composite materials in the
presence and absence of salivary proteins suggested that the
adsorption of speciﬁc proteins that present functional groups
to which the bacteria bind may be more  relevant for initial
bacterial adhesion than hydrophobicity [47].
Although bacterial adherence increased with ﬂuoride this
may have beneﬁcial antimicrobial effects over longer time
periods since it increases bacterial membrane permeabil-
ity and inhibits glycolysis [48]. Further work will investigate
survival and bioﬁlm formation on the nanotextured sur-
faces using mixed bacterial cultures including periodontal
pathogens and test the “race for the surface” [49] in co-cultures
with competing bacteria and mammalian cells.
5.  Conclusion
In this study we have shown that adherence of oral strepto-
cocci can be modiﬁed by changes in nanostructured titanium
surface properties such as nanotube diameter and/or ﬂuoride
content. From this and previous work we propose that it is
possible to tailor the nanostructure to reduce oral bacterial
adhesion while enhancing mammalian cell adherence. These
preliminary studies highlight the importance of monitoring
chemical changes in the surface properties over time but also
point the way forward to further studies with these and other
bacteria, including pathogens associated with peri-implant
diseases, to determine the survival time of bacteria on the
surfaces, monitor bioﬁlm formation and assess the adherence
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f osteoblasts and oral keratinocytes in cell-bacterial co-
ultures. The lowest adhesion of S. sanguinis and S. mutans on
iO2 nanostructured surfaces was observed for small diame-
er nanoporous surfaces (Figs. 5 and 6) – which coincides with
he highest osteoblast adhesion on small diameter nanotubu-
ar/nanoporous surfaces [31].
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